2019, 2 (1): 24-33 | 25 level of lead (II) ions in environmental water samples, such as atomic absorption spectroscopy (AAS) [6] , inductively coupled plasma atomic emission spectroscopy (ICP-AES) [7] , X-ray fluorescence spectrophotometer [8] and inductively coupled plasma-mass spectrometry (ICP-MS) [9] . Besides the advantages like sensitivity and applicability to a large number of elements, these techniques are time consuming, effort consuming and high-price [10] . The growing diversity of low-price analytical sensors with ease of miniaturization, minimal sample pretreatment and high simplicity and efficiency for the detection of pollutant make the voltammetry techniques as the most attractive ones [11] [12] [13] . However, the efficiency of the voltammetry is mainly affected by the working electrode material, the major existing working electrodes in the last several years are mercury electrodes which have many benefits like surface renewability, amalgam and reproducibility. The toxicity with nondisposable of mercury leaded to limit its use [14] of alternative non-toxic electrodes such as bore doped diamond, gold and silver electrodes, gold nanoparticlesmodified electrodes which have been progressed and utilized in anodic striping voltammetry techniques. Bismuth film electrodes are environmentally friendly which can be used as alternative electrodes for the toxic mercury electrodes. Moreover, bismuth electrodes have stability and potential window. Accordingly, glassy carbon, screen-printed carbon ink, and gold have been successfully used. Chemically modified electrodes are introduced to develop alternative electrodes for metal ion determination [11] . Recently, macrocyclic compounds such as crown ether have been used for modifying electrodes to detect heavy metals; high selectivity of the detection of metal ions can be accomplished using ionophore as molecular scavenger, the selection of ionophore according to the crown ether cavity, appropriate for a specific molecule and complexion ability. To achieve high degree of ability to conduct when the ionophore is used in the sensing platform, carbon nanotubes have selected due their excellent conductivity, high surface area and chemical stability [15] . Literature survey reveals that few studies based on ionophore/CNTs modified electrodes were found [11, [16] [17] [18] [19] [20] , where a glassy carbon electrode modified with Nafion, carbon nanotubes and benzo-18-crown-6 was used [14] . Besides, the elevated area of the electrochemical reaction of CNTs and powerful ability of the complex of crown ether cooperatively enhanced the voltammetric response for the electrochemical analysis of lead. Therefore, this work is an attempt to continue our previous work in which voltammetric method using a 7 B bare pencil graphite electrode to detect Pb (II) ions in the water samples was reported [10] . The current study presented here describes the modification of PGE based on p-ABSA Benzene-18-crown-6 and multi-walled CNTs to develop the detection of Pb (II) ions in water samples via cyclic voltammetry and differential pulse anodic stripping voltammetry. However, the modified electrode enhanced the electrochemical redox of Pb (II), and pointed out a better detection and quantification limits with relatively long life time as compared to the bare PGE. The proposed analytical procedure is easy to adopt, cheap, user-friendly and well-reproducible.
Experimental

Chemicals and reagents
All chemicals utilized in this work were analytical grade, and supplied from Rasayan Laboratories (Mumbai, India), if not differently declared. Primary lead solutions were prepared by dissolving an adequate weight of lead acetate in deionised water. Benzo-18-Crown-6, Carbon nanotubes-multiwalled was purchased from sigma aldritch. p-aminobenzene sulfonic acid (p-ABSA) was purchased from SDFCL. The standards for optimization of work were prepared by dilution of the primary lead solution with deionised water. A 0.1 M of buffer solutions were prepared by dilution of acetic acid and sodium acetate. This was then strengthened with adequate potassium chloride to yield a 1.0 M solution. Water samples (ground water) were obtained from south Khartoum "El-Farouk"city, Gedaref state, and bottled water samples were purchased from local Sudanese market. The mechanical cleaning of the working electrode was carried out using Aluminum oxide 60 G neutral (Type B) from MERCK (Darmstadt, Germany).
Instrument and Apparatus
Voltammetric measurements were fulfilled using an Autolab PGSTAT Metrohm attached to Nova 1.11.0 software (Netherlands). The cell utilized for the voltammetric measurements was acquired from Metrohm (Netherlands); A three-electrodes system comprising of a modified pencil graphite electrode used p-ABSA/benzo-18-crwon-6/ CNTs as working electrode (Pencil graphite leads 7 B, made in China it purchased from a local market in the city of Khartoum in Sudan). A platinum electrode (Metrohm, Netherlands) as auxiliary electrode, and an Ag/AgCl/KCl (3 M) (Metrohm, Netherlands) as reference electrode were used. A copper wire was coiled onto the tip of the pencil for supplying electrical contact. pH measurements were performed using a (PHS-3E pHMeter-China), The meter was adjusted with standard 26 |2019, 2 (1): [24] [25] [26] [27] [28] [29] [30] [31] [32] [33] buffer solutions prior to measurements. Scanning electron microscopy was undertaken using a SEM (Zeiss Evo LS 10, Germany). Overall measurements were carried out at room temperature (25±1°C).
Preparation PGE modified by of p-ABSA/Benzo-18-crown-6/CNTs
The PGE (7 B) was polished with 0.05 μM alumina powder utilizing filter papers, and washed with deionised water and then cleaned by ultra-sonication for 2 min. The mixture was prepared by mixing 0.02 g of CNTs and 0.01 g of benzo-18-crown-6 in the 0.5 % of p-ABSA in 50 mL deionized water (at 40 °C) and then sonicated for 15-20 min to form a homogeneous suspension. At last, 10 μL of the p-ABSA/benzo-18-crown-6/CNTs mixture was drop on the PGE surface, and then the PGE was dipped into the mixture several times and dried at room temperature. Finally, it was immersed in a solution consisting Pb (II) ions 0.001 M for 10 min and, then, rinsed with deionised water prior to measurements.
Electrochemical measurements
After optimizing the chemical and experimental conditions such as pH, scan rate and accumulation time, the p-ABSA/Benzo-18-crown-6/CNTs modified PGE was submerged in a solution comprising 0.1 mM lead (II), acetate buffer (pH 3.9) and potassium chloride (1.0 M) after 5 sec accumulation time and at scan rate 100 mV/s, the cyclic voltammetric and differential pulse measurements were carried out. The cyclic voltammogram showed in Figure 1 exhibits a well-defined anodic (-0.3 V) and cathodic (-0.7 V) voltammetric peaks. The comparison of the obtained results using bare PGE shows the same peaks with shift in the potential and intensity as (-0.4 V) and (-0.8 V) for the anodic and cathodic voltammetric peaks, respectively. In the absence of Pb (II) ions at the same conditions, no anodic and cathodic peaks are observed which could be interpreted by the incorporation of Pb(II) ions in the cavity of the crown (results not shown). Furthermore, Figure 2 expresses the differential pulse voltammogram of bare PGE and p-ABSA/Benzo-18-crown-6/CNTs modified PGE performed at the same optimal conditions, the figure emphasizes that the introducing of p-ABSA, benzo-18-crown-6 and CNTs to the surface of the electrode improved the peak intensity of the electrode as compare to the unmodified one. 
Results and discussion
Crown ether has a pair of electrons in its central atom which gives it an excellent ability to interact with the metal ions and makes it widely used in the host-guest chemistry as it is called host compound or ionophore. This coordination depends on the ion-dipole interaction between the metal ion and the heteroatom present in the ionophore, as shown in Scheme 1 [14] . Scheme 1. Illustrative diagram for determination of lead (II) using p-ABSA/ benzo-18-crown-6/CNTs using differential pulse anodic stripping voltammetric tecnhiques [14] 2019, 2 (1): 24-33 | 27 Also, the selectivity of this interaction according to the cavity size of ionophore and the diameter of metal ion forms 1:1 host: guest complex if being completely fit. In this study, the Pb(II) ions diameter (2.4 A°) exactly fit to the size of the bore of 18-crown-6 (2.20 -3.20 A°) [14, 21] .
Characterizations of p-ABSA/benzo-18-crown-6/CNTs sensor
One of the effective tools that can be used to investigate the morphology of the modified electrodes is the scanning electrode microscope techniques SEM, the response of the SEM is the result of interaction between the electrons and atoms in the electrode under test resulting a feedback about the surface topography and homogeneity in addition to the composition of the electrode under test. The SEM images of p-ABSA/benzo-18-crown-6/CNTs modified PGE as shown in Figure 3 , it is clear from the SEM image in Figure 3 A that the nature of the surface of the bare PGE is heterogeneous but the Figure 3 B, C and D revealed more arrangement in the morphology as the results of combining the benzo-18-crown-6 and the CNTs with the electrode material. 
Electrochemical characterization
Cyclic voltammetry of bare and modified PGE is shown in the voltammogram in Figure 1 as mentioned above, they revealed enhancement of the peaks intensity in the case of the modified PGE. Furthermore, Peak separation value indicated a quasi-reversible electrode behavior [22] . 
Where n is the number of electrons taking part in the redox reaction, A denotes the area of the electroactive surface (cm 2 ), D represents the diffusion coefficient of the molecule in solution (cm 2 s -1 ) C corresponds to the bulk concentration of the redox probe (mol cm -3 ), and v is the scan rate (V -1 ), and Ip defines the peak current of the redox couple. Depending on the equation, the value of the electroactive surface area is proportional with the peak current [19] .
The diffusion constant value at 25°C (D= 7.6×10-5 cm 2 s -1 ) was calculated utilizing the previously published data [23] .
The electroactive surface area A is calculated by using the value of Ip/v 1/2 , while maintaining the constant values of D, n (n=1), and C* (5mmolL -1 ). According to the above equation, there is a linear relationship among the peak current and the square root of scan rate which shows the reversibility of the electrochemical reaction happened on the surface of the electrode. The electroactive surface area of the modified PGE calculated as 0.002 cm 2 while the Bare PGE was found to be 0.001 cm2. So the sensitivity of the modified PGE is increased comparing with the unmodified one.
Optimization of chemical and experimental parameters 3.3.1 Influence of the pH
The use of cyclic voltammetric response to study the effect of the pH of the electrochemical measurements of Pb (II) ions gives an insight of the mechanism of the electrode reaction and the analyte. As indicated in Figure  4 . the effect of pH of the cyclic voltammetric response is recorded over a range of pH (3.0 to 7.5) in 0.1 M acetate buffer, the peak started at pH 3.0 till reached the maximum value at pH 3.9 at that the peak current reduced with rising the pH up to 5.7 as illustrated in Figure 4 A. Accordingly, the hydrolysis of Pb (II) ions happens at higher pH values [14] . Peak potential was shifted to less positive values and followed the next equations 2:
Ep (mV) = 241.74 -50.06 pH (R 2 = 0.98)
As illustrated in Figure 4 B, the slope of this equation is found to be 50.06 mV/ pH. This near of the slope to the expected theoretical value [24] of 59mV/pH suggests that the number of the electrons transferred during electrochemical process is equal to that of the protons participating in the electrode reaction. 
Effect of Scan Rate
In a cyclic voltammetry experiment, scanning, the potential in both directions provides the opportunity to explore the electrochemical behavior of species generated at the electrode. The influence of scan rate on the peak current of 0.1 mM of Pb (II) ions at p-ABSA/benzo-18-crown-6/CNTs modified PGE at pH (3.9) was investigated using cyclic voltammetric response in the range of 10 to 100 mV/s. the results showed that increasing of peak current with increasing of scan rate as pointed out in Figure 5 (A and B) . Hence scan rate can be used to determine if the is diffusion or adsorption controlled. (4) The slope value of 0.473 was comparable to the theoretically expected value of 0.5 for a diffusion controlled process [26] providing further evidence that the electrochemical redox of Pb (II) was a diffusion controlled reaction, due to the best peak in the presented voltammogram the scan rate 100 v/s was selected for further studies.
Effect of Accumulation Time
The effect of the accumulation time on the anodic peak current of 0.1 mM Pb (II) solution using p-ABSA/Benzo-18-crown-6/CNTs modified PGE is shown in Figure 6 , the accumulation which happens prior to the voltammetric measurements can affect to the electrochemical redox at the electrode. When the metallic ions were completely reduced at a certain accumulation time, it would lead to a higher peak current, and when the accumulation time is extremely long the reduced ions cover the entire effective electrode surface, causing saturation for the electrode surface area and hence, the peak current does not change with increasing accumulation time, this explains why we have chosen 5 sec accumulation time for more measurements. 
Validation and Analytical application of the method
The proposed method was validated by considering several parameters recommended by ICH guidelines [27, 28] such as linearity, precision, accuracy, robustness and selectivity.
Linearity: after optimizing the chemical and experimental conditions and using differential pulse voltammetry at different concentration of Pb (II) in the range 15 to 200 µM, the resultant voltammograms showed that there is a linear relationship among the intensity of the peak current and the Pb (II) concentration as described in Figure 7 providing a regression equation 5 y=0.0061x+0.7033 with a correlation factor R 2 = 0.99852. Table 1 shows the other regression data. 
Limit of Detection LOD and Limit of Quantitation LOQ
LOD is the smallest amount of analyte in a sample which can be detected but not necessarily qualified, which is different from the limit of blank, a common approach to estimate the LOD consists the standard deviation of the response (δ) and the slope (S) of the calibration curve according to equation LOD=3.3 (δ/S).
LOQ is the smallest amount of analyte in a sample which can be quantitatively determined with appropriate precision and accuracy method. LOQ can approved by calculations based on the equation LOQ=10 (δ/S). The values were shown in Table 1 . 
Precision (Repeatability and Reproducibility)
The intra and inter-day precision were estimated by using freshly prepared solutions in triplicate on the same day and on three different days, respectively, using the proposed method. The repeatability (intraday) and reproducibility (interday) of the results obtained by means of the proposed DPV procedure were examined and the results pointed out high accuracy and precision of the proposed procedure and proved to be appropriate for detecting Pb (II) ions in environmental water samples Table 2 . 
Robustness
The robustness of the proposed method was studied under slightly changes of the chemical and experimental conditions as pH, scan rate and accumulation time. This experiment showed these small changes which did not significantly affect the performance of the proposed procedure. Table 3 shows the recovery values. 
Interference study
The interference effects of some heavy metals salts Zn (II), Fe (III), Cr (III), Cr (VI), Mn (VI) and Cu (II) ions that can be found in water in addition to diluted acids and bases on the determinations of lead were investigated under the optimum conditions by recording differential pulse voltammograms in the presence of 0.10 mM lead. The results showed that those salts and the diluted acid and base did not significantly affect to the peak current.
Analytical Applications
The electrochemical measurements were directly done to the water samples without any preparation steps. The proposed procedure was applied in a good way for detection of lead (II) in water samples utilizing the standard addition method with the optimized conditions as shown above.
Since there was no information regarding the lead (II) content in the water samples, the concentration of lead (II) ions of each sample that was obtained by the proposed method DPASV using p-ABSA/Benzo-18-crown-6/CNTs modified PGE was statistically compared to the validated method ICP-OES using T and F tests Table 4 , within confidence level 95%, by conventional criteria. The difference between the two methods is considered to be not statistically significant which indicated approximately similar accuracy and precision [29] . Tabulated t-value at 95% confidence limit = 2.78, n = 3, degree of freedom = 2.
Tabulated F-value at 95% confidence limit = 19.0, n = 3.
Comparison of the sensitivity of the proposed method and other previously reported method
Different techniques have been reported for the determination of Pb (II) ions in water samples [6] [7] [8] [9] ; the most simpler and popular ones are the voltammetric techniques. According to LOD and LOQ, the electrochemical characterization of bare PGE and the proposed electrode towards Pb (II) ions showed that the proposed sensor had the highest electro catalytic activity. Regarding this, some parameters have been compared and Table 5 represents that. 
Conclusion
In the current study, the modifying PGE using p-ABSA, benzo-18-crown-s and multi-walled CNTs provides appropriate method to determine Pb (II) ions quantitatively in the environmental water samples according to the obtained results including; the sensor allows simple, sensitive and reproducible determination of Pb (II) ions over a linear range 15-200 µM without needing a complex sample manipulation. The electrode shows a good selectivity towards Pb (II) ions in the presence of other heavy metals ions. In addition, to a better detection limit about 5.7 µM and with fast response time less than 5 sec. as compared to the performance of bare PGE, the applicability of the proposed method was examined by determining the trace level of Pb (II) ions in the environmental water samples
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